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1* GENERAL 



1. 1 Description 

Model PLZ-72W Electronic Load is a highly versatile device which can be 
operated either in a constant current mode or in a constant resistance 
mode and is capable of handling two loading levels by electronic switch- 
ing. The PLZ-72W is incorporated with automatically- resetting protectors 
to guard against the various types of overload. Major features of the 
PLZ-72W are as follows: 

(1) Provided with a digital voltmeter/ammeter (3-1/2 digits). 

(2) Provided with two 10-turn potentiometers to set two levels of 
loading current. 

(3) Has a built-in oscillator for switching timing (1 mS - 100 mS) 
between two levels of loading current either in the constant 
current mode or in ti^e constant resistance mode. 

(4) Wlien in the constant current mode, the loading current can be 
remote-controlled with an external voltage or resistance signal. 
Remote Control can be done with an external resistance signal 
also when in the constant resistance mode. 

( 5 ) One-control parallel operation of multiple units can be done. 

That is, two or more unit can be connected in parallel and all 
of them can be simultaneously controlled simply by controlling 
only one of them. 

(6) Provided with automatically resetting protectors to guard against 
overvoltage, overcurrent, overpower, overheat, and reverse- 
polarity connection of the input. 

(7) Rack mount is possible. Tliat is, although the PLZ-72W normally 
is supplied as a bench- top instrument, it can be installed on an 
ElA Standard rack or a JIS Standard rack by using a mounting frame 
and brackets which are available as options. 
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specification 



I 



Model 



Power requirements 



, Line voltage 



Power consumption 



Input 



Loading voltage 



Loading current 
(resolution) 



Maximum loading power 



Modes 

Constant current mode 
Constant resistance mode 



Constant current performance 



Regulation against A - 
110 V loading voltage 
change 



Regulation against 10% 
line voltage change 



Ripple and noise 



Temperature coefficient 



Rise time, fall time 



Constant resistance 
performance 

Temperature coefficient 

Regulation against ±10% 
line voltage change 



Remote control 



Constant current mode 



With external voltage 



120 V ±10%, 50/60 Hz single-phase AC 



Approx. 20 VA 



4 - 110 V DC 



0 - 12 A (10 mA) theoretical value 




0 - 12 A and 0 - 1.2 A (two 


ranges; 


continuously variable) 




0.2 n and 2 0 (two ranges; 
variable minimum 0.3 ) 


cont inuous ly 



±0.1% +2 mA (with loading current 0.5 A) 



±0. 1% +2 mA 



2 mA rms (5 Hz - 1 MHz) 




0.02%/°C (typical) 



±0.1% +2 mA 




0 - 10 V to control 0 - 12 A (input 
impedance approx. 10 kQ) 



With external resistance 0 - 5 kQ 



Constant resistance mode 



With external resistance 0 - 5 kQ 
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Item 



Specification 



Protectors 



Overvoltage protector 



Overcurrent protector 



Overpower protector 



Reverse-polarity protector 



Overheat protector 



Input fuse 



Digital ammeter/voltmeter 



Maximum effective display 



I 



Ammeter accuracy 



Voltmeter accuracy 



Indication of overpower 
protector trip 



Indication of overpower or 
overheat protector trip 



Parallel operation 



Current monitor output 



Oscillator for switching 



Switching period 



Ambient temperature range 



Ambient humidity range 



Cooling system 



Withstanding voltage 



Between DC input terminal 
and chassis 



Insulation resistances 



I 



Between DC input terminal 
and chassis 

Between AC line and 
chassis 




Trips at approx. 115 V DC to cut out 
load input. ^ 



Tri ps at approx. 12.5 A DC. 

Trips at approx. 73 W. 

With check diode connected in series 
to stop reverse current 

Trips at internal temperature lOO^’C ±5 C 
(212°F ±9°F) to cut out load input- 



±(0.5% of rdg + 0.1% of FS -4- 1 digit) 
±(0.5% of rdg -f 0.1% of FS + 1 digit) ^ 
Yellow LED (blink) 

Red LED 

One-control operation of multiple units 
possible. 

10 mV/A (BNC terminal) 



1 mS - 10 mS range and 10 mS 
range 

0 to A0°C (32°F to 104°F) 

10 to 90% RH 

Forced air cooling with fan 



±250 V DC 



20 Mfi or over, with 500 V DC 



30 MH or over, with 500 V DC 



70 W X 151 H X 340 D mm 
[2.75 W X 5.94 H x 13.4 D in.] 



100 mS 



Dimensions (including 
extrusions) 



I 










Iteiri. 


Specification 


Weight (net) 


Approx. 3 kg (6.6 lbs) 


Accessories (in carton) 






Instruction manual 


1 copy 




Guard caps 
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23°C ±5°C (73.4°F ±9°F), 85"4 RH or less 
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2. OPERATION METHOD 



To make the best use of the Electronic Load and to prevent damage which 
could be caused by inadvertent handling, pay attention to the notes 
mentioned in this section. 



2.1 Notes Before Use 



(1) AC Line Voltage 

o Operate the Load on an AC line of 108 - 132 V, 48 -- 62 Hz 
single-phase AC. 



(2) Load Input 

o Never apply any AC voltage to the DC INPUT terminal of the Load. 




DC 




Figure 2-1-2 
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o 



The allowable input voltage range is 4 - 110 V DC. (See Figure 
2 - 1 - 1 . ) 

o Be sure to connect correctly the positive and negative lines. 

No loading current will flow if they are connected in the wrong 
polarity . 

o Note chat the overvoltage protector or overpower protector may 
not respond to such very short duration of overvoltage or over- 
power as may be caused by pulses or ripples superposed on the 
input voltage. (See Figure 2-1-2.'' 



(3) Electrical Connections to Load 



o For electrical connections to the Load, use sufficiently large 
wires of as short as possible and strand the and wires. 

Note that, when the Load is operated in the switching mo^je, ii 
the current sharply varies , vo Itage drop may be caused by th e 
inductance of the connecting wires and the input voltage at the 
Load may become lower than the love limit of the operable input 
range and the loading current waveform may be distorted. (See 
Figure 2-1-3 . ) 



For connection to the Load, it is recommendable to use wires of 
cross section 5.5 mm^ or over and not longer than 3 meters. 



When resistors or contacts are connected in the wiring line to 
the Load, pay full attention to the voltage drop that will be 
caused by such i terns - 

If the input power exceeds the maximum allowable input power 
(70 W) of the Load when it is operating in the switching mode, 
the overpower protector trips. The switched current in this 
case x^ill be as shown in Figure 2-1-4. Do not operate the Load 
in this state. 
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Switched current 
waveform , 



Input voltage waveform 




Ed 



L 



d t 



Figure 2-1-3 



L: 
di 
d t 



Wiring inductance 

: Current change in 

time (A/sec) 



uni t 



Figure 2-1-4 



(4) Ambient Temperature 

o The ambient temperature range for Che Load to satisfy its 

performance specifications is 0 to 4CC (32 to 104 F). If the 
Load is operated in high ambient temperature or its air inlet 
or outlet hole is blocked, the overheat protector will trip 
to automatically cut out the loading current. In such a case, 
operate the load in a cooler place or eliminate blockage of the 
air inlet and outlet holes so that the overheat protector is 
automatically reset. 
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(5) Place of Use 



o Pay attention so that the air flows of the cooling air inlet and 
outlet holes are not impeded. 

o Avoid, whenever avoidable, to use the Load in highly humid 

atmosphere or dusty atmosphere. 

o Use the Load in a place where is reasonably free from vibration. 



(6) Guard Caps 

o The guard caps are supplied to guard the loading current controls 
(LOAD A and LOAD B) against inadvertent change or unauthorized 
tann>ering. With these caps, the controls can be protected as a 
fixed type or semi-fixed type of controls. To use them for the 
semi-fixed type, break through ,the front surfaces of the caps 
using a screwdriver or other pointed tool. 

Screw-in the guard cap. 

Figure 2-1-5 



Detach knob from 
collar. 




(7) Rear Terminal Blocks 



o Confirm that the shorting pieces of the rear terminal blocks are 
securely connected as shown in Figure 2-1-6. If they are not 
correctly connected, the Load will not operate properly. 



SHORTING PIECE 



E 

O 

o 

o 

o 

o 

o 

o 




to 

m 

Csl 
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SHORTING PIECES 



Figure 2-1-6 





Description of Panel Items 




© 


POWER: 


AC line power switch 


© 


LOAD: 


The loading input circuit switch of the 
Load. This switch is au tomatically cut 
off when the overvoltage or overheat 
protector has tripped. When this switch 
is on* the red LED turns on. 


© 


VOLTMETER/ AMMETER : 


The digital voltmeter/ammeter with 3-1/2 
digits. The voltmeter is with auto-range 

function. For voltmeter, “V" is displayed 
as unit of measure; for ammeter, "A" is 
displayed . 


© 


V □ A: 


Selector switch between voltmeter and ammeter. 


© 


LOAD A: 


Control for loading current A. 10-turn 
potentiometer to set the constant current 
or constant resistance. 


© 


LOAD B: 


Control for loading current B. 10-turn 
potentiometer to set the constant current 
or constant resistance. 


© 


DC INPUT: 


The DC input terminal of the Load. 


© 


INT □ EXT: 


Selector switch between local mode and 
remote mode. 


© 


CC □ CR: 


Selector switch between constant current 
(CC) mode and constant resistance (CR) mode. 


© 


12 a 1.2a 

0.2Q 2 Q 


Range selector switch for constant current 
loading or constant resistance loading. 

(0.3 n minimum) 


© 


A □ B: 


Selector switch between load A and load B. 


© 


DC □ SW* : 


Selector switch between DC mode and switching 
mode. Can be used either in the CC or CR 
mode . 


© 


ImS □ lOmS : 


Switching time range selector switch. 



~ 10 - 




A (TIME) : 

B (TIME): 

CURRENT MONITOR: 

ALARM: 



POWER LIMIT: 

FAI-^: 

DC INPUT '’-'7”+": 



TERMINAL BLOCKS: 



AC POWER CORD: 



Control to set the switching time (current 
flow period) for load A. 

Control to set the switching time (current 
flow period) for load B. 

Terminal (BNC connector) for current monitor 
[lOmV/A]. To set the switching current, 
use an oscilloscope. 

Indicator lamp for trip of overvoltage 
protector and overheat protector. Unien the 
DC input voltage has exceeded 110 V or the 
Load is overheated due to insufficient cool- 
ing, this lamp turns on and the DC input 
circuit is cut off. 

Indicator lamp for trip of overpower pro- 
tector. This lamp blinks when the DC input 
power has exceeded 70 W, 

Forced cooling fan air outlet. 

The DC input terminals of the Load. 

Connected in parallel to those of the 
front panel. 

The input terminals for voltmeter. 

Connected to the "-"/"V* terminals with 
the shorting pieces - 

Terminal blocks for remote control terminals 

(1) Terminals for remote control voltage 
for constant current mode. 

(2) Terminals for remote control resistance 
for constant current mode or constant 
resistance mode. 

(3) Terminals for one-control parallel 
operation . 

The power cord for AC input (120 V, 50/60 
Hz AC). Approx. 2.3 meters long. 
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2.3 Initial Setting 



Before turning on the POWER sx^itch, set the panel sx^Titches and controls 
as shown in the following table. 



Item 


No. 


Setting 


LOAD switch 


2 


OFF (11) state 


LOAD A control 


5 


Counterclockwise extreme position 


LOAD B control 


6 


Counterclocku’ise extreme position 


A □ V switch 


4 


A (11) state 


INT □ EXT switch 


8 


INT (11) state 


CC □ CR switch 


9 


CC (H) state 


12A r-1 1-2A _ , 

0.2 A 2 


10 


12A (H) state 


A □ B switch 


11 


A (11) state 


DC □ SW switch 


12 


DC (H) state 


ImS □ lOmS switch 


13 


ImS (£1) state 


TIME A control 


14 


Mid-range 


TIME B control 


15 


Mid-range 



After the above setting is complete, turn on the POWER switch and 
perform the procedure mentioned in the subsequent section so that the 
digital voltmeter /ammeter displays O.OOA. 
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2.4 



Operation in 



Constant Current Mode 



o This mode of operation is such that the loading current is maintained 
constant irrespective of input voltage change, with input voltag 
versus loading current characteristics as shown in Figure 2-4-1. 

This feature is not attainable with regular sliding resistors. 



o Typical examples of use of the Load in this mode are for constant 
current discharge test of batteries and capacitors. 




Figure 2-4-1 




(1) Connect the Load to the DC power source to 
be tested as shown in Figure 2-4-2- 




□ 



Figure 2-4-2 




Turn on the LOAD switch. 



Adjust the loading current with the LOAD A 
control. The digital amineter will display 
the current value. 

If you change the A □ B switch to the B (jcl) 
state, the loading current is adjustable with 
the LOAD B control. 

If the input power fed to the DC INPUT terminal 
exceeds 70 W, the overpower protector trips 
and the POWER LIMIT lamp blinks. Blinking of 
the lamp means that no constant-current func- 
tion is being properly done. Reduce the input 
power . 



-(6) If the loading voltage applied to the DC INPUT 
terminal is higher than 110 V, the overvoltage 
protector trips and the ALARM lamp turns on 
and the input circuit is cut off by the inter- 
nal relay. The overvoltage protector is auto- 
matically reset as the loading voltage is 
reduced to lower than 110 V. 
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2.5 Operation in Constant Resistance Mode 

o This mode o£ operation is identical vith that when a sliding resistor 
is used. The characteristics are as shown in Figure 2-5-1. 

o Typical examples of use of the Load in this mode are for adjustment 
of reculated DC power supplies. 




The resistances can be 

continuously- variably 

adjusted with the LOAD 
A and B controls. 



Loading voltage 



Figure 2-5-1 
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(1) Connect the DC INPUT terminals of the Load 
to the power source to be tested as shown 
in Figure 2-5-2 .• 




Figure 2-5-2 






O O 



LOAD A 






Set the CC □ CR switch to the CR (xx) state. 
Turn on the LOAD switch. 

If you set the A HI B switch to the A (H) 
state, the loading current (resistance) is 
adjustable with the LOAD A control. 

If you set the A □ B switch to the B 
state, the loading current is adjustable 
with the LOAD B control. 

If the input power fed to the DC INPUT 
terminal exceeds 70 W, the overpower 
protector trips and the POWER LIMIT lamp 
blinks. When in this state, no constant- 
current function is properly done. 



(7) If the loading voltage applied to the DC 

input terminal exceeds 110 V, the overvoltage 
protector trips and the ALARM lamp turns on 
and the input circuit is cut off by the inter- 
nal relay. The overvoltage protector is 
automatically reset as the loading voltage 
is reduced to lower than 110 V. 
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2.6 Operation in Switching Mode 

o This mode is for test by switching the loading current between two 
preset levels. A typical example of use of this mode is to test the 
transiential response characteristics of a power source. 

o This mode of operation can be done either when in the constant current 
mode or in the constant resistance mode. 



(1) Set the Load as in the case of the 
constant current or resistance mode 
of operation. 




Set the DC □ SW switch to the SW (_a.) 
state. The load current will be switched 
between the levels set by the LOAD A and 
B controls. 



LOAD A ^ 

current — . 

level 

LOAD B 1_^„1 

current 

level ^ >1 j-e — >1 



Figure 2-6-1 



The periods for the loading current levels 
of LOAD A and B can be set with the TIME 
A and B controls, respectively. 



This switch is for switching time range 
selection . 

This terminal provides an output signal to 
monitor the loading current waveform when 
in the switching mode. 
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2.7 Remote Sensing of Voltmeter 

o The voltmeter input circuit of the digital vol tme ter /ammeter of the 
front panel of the Load can be led out to outside of the Load for 
remote sensing. 



(1) Set the A □ V switch of the meter section to the 
V (xx) state. Normally, the digital voltmeter 
displays the voltage applied to the DC INI U1 
terminal of the Load. 





SHORTING PIECE 

VOLTMETER INPUT 
TERMINALS 

SHORTING PIECE 



The input voltage of the voltmeter is connected 
to the "+’7"-" terminals with the shorting pieces 
at the DC INPUT terminal section of the rear panel. 



(2) By disconnecting the shorting pieces and extending 
the voltmeter input circuit to the power source to 
be tested, voltage measurement can be done elimi 
nating the errors caused by the voltage drop in the 
wires which connect the Load to the power source 
tested. Refer to Page 6 of "(3) Electrical Connec- 
tions to Load." 




front panel of the LOAD. 



Figure 2-7-2 
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2.8 Remote Control of Constant Current Mode 



o Wlien in the constant current mode of operation, the loading current 
can be remote-controlled with a voltage signal or a resistance signal. 



□ ( 1 ) 




Control with voltage signal 

Set the INT □ EXT switch to the EXT (on.) state. 

The LOAD A and B controls are for setting of 
the full-scale current values. Turn them to 
the clockwise extreme positions and replace 
their knobs with the guard caps supplied as 
accessories . 

When in the remote control mode, the swiching 
function can not be done. Be sure to set the 
DC □ SW switch in the DC (EL) state. 

The A □ B switch may be set in either state. 
Adjust the full-scale current value with the 
corresponding LOAD control. 

Apply the external control signal for remote 
control to the terminals as shown in Figure 
2-8-1. With a control voltage signal of 0 - 
10 V, the loading current can be controlled 
for a range of 0 - 12 A. 



Input/Output terminals for one- 
control parallel operation 

Voltage signal input terminals for 
remote control of constant current 
ope ration 

Resistance signal input terminals 
for remote control of constant 
current operation or constant 
resistance operation 
(Selection in the casing needed.) 




Figure 2-8-1 



19 - 






(2) Coiitrol with resistance signal 

This mode is identical in effect with that 
the LOAD B control on the front panel is 
extended to a remote position. So, this 
mode is referred to as EXT LOAD B mode. 

For this mode, the internal slide switch must 
be changed as shown in Figure 2-8-2. Remove 
the cover and change the slide switch following 
the procedures A and B shown in Figure 2-8-2. 




Slide Switch EXT: For EXT LOAD B mode 



INT: load B control of front panel 

becomes effective. 

Be sure to set the slide switch in the INT position 
when the EXT LOAD B mode is not used. 

After changing the slide switch as above, fix the cover in 
the original position and then proceed to the next step of 
operation. 
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For the remote-control resistor, a 5-kfi 
potentiometer is most recommendable . 

Connect such potentiomet-er to the rear 
terminal block as shovm in Figure 2-8-3, 
using a shielded cable to prevent introduction 
of noise. 




SHIELDED CABLE 



□ 



Set the switches on the front panel of the 
load as f ol lows : 



O O 



LOAD A 




LOAD B 






Set the INT □ EXT switch to the INT (XL) state. 
Set the A □ B switch to the B (_rzi_) state. 



By the above procedure, preparation for the 
EXT LOAD B mode of operation is complete. 

The switches and controls on the front panel 
remain effective except the LOAD B control. 



2.9 Remote Control of Constant Resistance Operation 

o When in the constant resistance mode of opreation, the loading 
resistance can be remote-controlled with a resistance signal in 
the procedure of 2.8 (2). 



21 






(1) Turn off the POWER switch. 

(2) Remove the shorting piece from between 

terminals (7) and of the remote-control 

terminal block. 

(3) Connect terminals ^0 and of the master 

unit to terminals (0 and of all slave 

units, using 2~conductor shielded cables 
and connecting the shielding wires to the 

terminals. 

(4) Connect the DC INPUT terminals of all units 
to the output of the DC power source to be 
tested . 



Make equal the lengths of the wires of the negative 
lines for load connections. 

LI = L2 = L3 

Set the switches and controls of tlie slave units as 
follows : 

(a) Set the LOAD switch to the ON (jn.) state. 

(b) Set the A Q B switch to the A (H) state. 

(c) Turn on the POWER switch. 

Other switches and controls may be set in any 
states since they remain idle. 

\-Jhen the above procedure is complete, all units can be 
controlled by controlling the master unit alone. 

Note that approximately 10% of ununiformity of loading 
currents of individual units may result due to ununi- 
forinity of the internal current detector resistances 
and that of input wiring resistances. 
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3. OPERATING PRINCIPLES 



3.1 Constant Current Operation 

This mode pf operation is to let the Load draw a constant loading current 
irrespective of loading voltage change. This is accomplished by employing 
a reference voltage source (Eref) and a current detecting resistor (Rp) 
and connecting them with a negative feedback circuit (an error amplifier) 
so that the voltage drop across Rp is maintained equal to Eref> as shown 
in Figure 3-1-1. With this circuitry, the loading current (Ii^) is 
determined by E^ef and Rp only and is not a function of tlie loading 
voltage . 







^ref fVl 
RD (Li] 



Figure 3-1-1 

3.2 Constant Resistance Operation 

This mode of operation is to let the Ix>ad draw a loading current (Iij^j) 
which is directly proportional to the loading voltage (El]sj)" This is 
accomplished employing a circuitry with negative feedback circuit (erior 
amplifier) as shown in Figure 3-1-2. With this circuitry, the equivalent 
resistance (Rg) as viewed from the input circuit of the Load is determined 
by the input voltage dividing ratio Ri/(Ri + R2) of the loading voltage 
and the current detecting resistor (Rp). 



2A 
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A. MAINTENANCE 



It is most recommendable to inspect, clean, and calibrate the Electronic 
Load periodically. For critical calibrations which require special know- 
ledge, please order your Kikusui agent. 

A.l Removing the Casing Cover 

To remove the casing cover, remove t!ie two top screws and four side 
screws (see Figure A— 1-1) and then pull up the casing covei. 

Note: \^nlen installing the casing cover, be sure to use the screws that 
have been removed. 




Figure A-1-1 



A. 2 Inspection and Cleaning 
(1) Cleaning 

Clean the panel and cover using a cloth moistened with neutral 
soapsuds or alcohol and then wipe them thoroughly with a dry cloth. 
Never use such chemical detergent as thinner or benzine. 

Use a compressed air to blow dust collected on chassis and air 
ventilation channels. 
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(2) Inspecting the Power Cord 

Check for breakage of the vinyl sheath of the cable and for loosening 
or brakage of the plug. 

4.3 Calibration of Digital Voltmeter/Amnieter 

Calibrate the digital meter as an armtieter at first. Prepare a test 
setup as shown in Figure 4-3-1. Turn on the power and allow a stabili- 
zation time of approximately 30 minutes before starting calibration. 

(1) Instruments Required for Calibration 

Digital multimeter (4-1/2 digits; Kikusui Model 1504 or 
an equivalent) 1 

Standard shunt resistor (50 A, 100 mV, accuracy 0.05%) .. 1 

Regulated DC power source (0 - 110 V DC , 20 A) .......... 1 

(2) Test Setup 



DIGITAL MULTIMETER PLZ-72W 




Figure 4-3-1 



(a) Prepare a test setup as sho\>7n in Figure 4-3-1. Set the loading 
current at 12.00 A and allow a stabilization period of approxi- 
mately 30 minutes. 

(b) For voltage Ej^ detected by the shunt resistor, re-adjust the 
loading current so that the digital multimeter reads 24.00 mV. 



28 






(c) Adjust KV603 so that the ammeter of the Load reads 12.00 A. 

(d) Change the AQV svv/itch to the V ( j ^ l ) state to start voltmeter 
calibration. 

(e) Set the LOAD OFF □ ON switch to the OFF (H) state to make the 
loading current zero. 

(f) Connect the input terminal of the digital multimeter to the DC 
Input terminal of the Load. 

(g) Set the output voltage of the regulated DC power source at 
19.00 V. 

(li) Adjust VR602 so that the voltmeter of the Load reads 19.00 V. 

(!) Set the output voltage of the regulated DC source at 100.00 V. 

(j) Adjust RV604 so that the voltmeter of the Load reads 100.0 V. 

(k) Adjust RV311 so that auto-range switching function occurs within- 
19.00 - 19.50 V. 



4.4 Range Calibration (0.2Q/2fi) for Constant Resistance Operation 



The Electronic Load is incorporated with range controls for Che constant 
current mode and constant resistance mode, controls for remote-control 
sensitivities, and controls for protectors. Calibrate these controls as 
explained in this section and subsequent sections. The instruments 
required and the test setup are identical with those mentioned in Section 
4-3. 



(a) 



Set the CC □ CR switch to the CR (j=l.) 

. t 1 1-2A , , ^ , 

switch to the (jo.) state. 



state and 



the 



12a p 1. 2a 

0.2fl 2Q 



(b) Set the LOAD A/B selector switch (A □ B switch) to the A (H) state. 
Turn Che LOAD A control to the clockwise extreme position. 
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(c) Adjust the output voltage of the regulated DC power source connected 
to the DC INPUT terminal of the Load, so that the voltmeter of the 
Load reads 10.00 V. Under this state, adjust RV301 so that the 
loading current becomes 5.50 A. 



(d) Reduce the loading current to 0.55 A with the LOAD A control. 

(e) Change the switch to the (ID state. Adjust RV302 

so that the loading current becomes 5.50 A- 



By the above procedure, calibration of the 0. 2Q range and 2Q range for 
constant resistance operation is over. 



^.5 Range Calibration for Constant Current Operation 

This calibration is for the 1.2A range only. The 12A range of this mode 
of operation is fixed. 



(a) Set the CC □ CR switch to the CC (H) state. 

(b) Set the switch to the state. 

(c) Set the loading current at 12.00 A. 

(d) Change the ^ 2 q D 2 ^ switch to the ^ 2 q (jn_) state. 

(e) Adjust RV306 so that the loading current becomes 1.20 A. 

(f) Turn the LOAD A control to the counterclockwise extreme position 
so that the loading current becomes zero. 

(g) Adjust offset with RV307. As you turn this control potentiometer 
(screwdriver adjustment type) clockwise or counterclockwise, a 
small loading current will flow. Gradually reduce the current to 
zero by adjusting this control. 



By the above procedure, range calibration for the constant current 
operation is over. 
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4.6 Calibration of Remote Control Voltage for Constant Current Operation 

This calibration is to attain such state that a loading current of 12 A 
is dwawn when a remote control voltage of +10 V is applied. Turn the 
LOAD A and B controls to the clockwise extreme position beforehand. 

(a) Apply a voltage of 10.00 V DC between terminals 4 and 5 as shown 
in Figure 2-8-1. 

(b) Set the INT O EXT switch to the EXT (xa,) state. 

(c) Adjust RV303 so that the loading current becomes 12.00 A. 

4.7 Adjustment of Overcurrent Protector 

This adjustment is to set the trip point of the overcurrent protector 
at 12 A of loading current in order to prevent degradation and damage 
of components which could be caused by overcurrent. 

(a) Set the Load in the 0.2fi range of constant resistance operation. 
Turn the LOAD control to the clockwise extreme position. 

(b) Apply a voltage of 4 V DC to the DC INPUT terminal. 

(c) Adjust RV312 so that the loading current becomes 12.3 - 12.3 A. 

4.8 Adjustment of Overvoltage Protector 

This adjustment is to set the trip point of the overvoltage protector 
at 115 - 120 V DC. When the overvoltage protector has tripped, the 
loading voltage is cut off by an internal protective relay. 

(a) Set Che loading current at 0.1 A. Adjust RV601 so chat the protec- 
tive relay crips at 115 - 120 V DC- 

4.9 Calibration of Current Monitor 

This calibration is to set the current monitor sensitivity at 10 mV/A. 

(a) Set the loading current at 10.00 A, 

(b) Connect a digital multimeter to the CURRENT MONITOR terminal and 
adjust RV605 so chat the output voltage becomes 100 mV. 
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4.10 Troubleshooting 



When operation of the Electronic Load is abnormal, check the items shown 
in the following table. If the Load itself is malfunctioning, please 
order your Kikusui agent for repair service. 



Symptom 


Check item 


Cause (remedy) 


No loading 

current 

flows. 


1. Is not the red ALARM lamp 
on? 


o The loading voltage is 
higher than 110 V. 

o Air ventilation hole is 
blocked. 




2. Is not the yellow POVJER 
LIMIT lamp blinking? 


o The loading power is 
larger than 70 W. 




3. Has the LOAD switch been 
turned on? 


o If the LOAD switch is 
off, turn it on. 




A. Is the INT EXT switch 

correctly set? 


o If the switch is in the 
EXT sta^te, change i t to 
the INT state. 




5, Is the shorting piece bet- 
ween control terminals 7 
and 8 on the rear panel 
securely connected? 


o If the shorting piece 

is loose or disconnected, 
connect it securely. 


Loading 

current 


1. Is not the yellow POWER 
LIMIT lamp blinking? 


o The loading power is 
larger than 70 W. 


cannot be 






varied . 


2. Is not the loading current 
larger than 12 A? 


o If the loading current 
is larger than 12 A, 
reduce it. 




3. Is not the loading current 
too low? 


o The loading current must 
not be lower than A V, 




A. Is setting of A B switch 

correctly corresponding 
wi th LOAD A or LOAD B 
control ? 


o The loading current is 
■ not adjustable unless the 
swatch setting and control 
mutually conform- 


Swi tching 
is uo" 
successful. 


1, Is DC SW switch correctly 

set? 


o If the switch is set in 
the DC state, change it 
to the SW state. 




2. Are the LOAD A current and 
LOAD B current correctly 
set? 


o Switching is unsuccessful 
if LOAD A = LOAD B. 
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5. OPTIONS 



5.1 Rack Mount Frame and Brackets 



The Electronic Load can be installed on a standard rack by using brackets 
(B23) and a frame (RMF-A or RMF-AM) , 



PLZ-72W 




B24 




RMF-4 




EIA rack (19 in. ) 
















PLZ-72W 




B24 




RMF-4M 


- 


JIS rack (mra-unit rack) 



(1) Fix the brackets on the Loads. (Up to three units of Loads can be 
fixed together with the brackets.) 




Figure 5-1-1 



(TOP AND BOTTOM: 
TOTAL 12) 



(2) Install the Loads in the frame (RMF-4 or RMF-Am) as shown in 
, Figure 5-1-2. 
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